Introduction: All urine samples sent for the diagnosis of inborn errors of metabolism (IEM) disorders testing will be first analysed for their creatinine levels. The urine creatinine analys is is applied either for calculation of urine amount needed in other tests or for quantitation of analytes per mol creatinine. Jaffe kinetic-end point method has been the preferred method. We aim to verify the performance of DIRUI enzymatic method reagent kit on DIRUI CS-T240 analyser and compare with Randox Jaffe kinetic-end point method reagent kit on same platform.
